[Development of a guide wire with multiple markers to aid in port-catheter system placement].
We developed a guide wire with multiple markers for use during implantation of the port-catheter system for intraarterial infusion chemotherapy. With the markers on this guide wire, the distance from the common hepatic artery to the right gastroepiploic artery can be precisely measured. From this measurement, it is possible to determine the distance from the side hole to the catheter tip; unneeded catheter can be cut off with surgical scissors. In all eight cases in which this guide wire was used, we implanted the port-catheter system in the ideal position.